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A VLF Comparator for Relating 
Local Frequency to U.S. Standards 

Comparing phase changes between a local standard 
and standard VLF broadcasts permits fast, precise 

frequency calibration traceable to NBS 




Fig. l. VltF Phase Comparator calibrates local frequency 
standard with respect to national standard* hy making 
tint* plot of phase difference between WWVB standard 
broadcast earner and locally -generated signal. Pt 
Leader Dexter Hartke (left } and -hp— Standards Engl 
neer James A. Marshal! examine phase/ time plot pro- 
duced hy Comparator*, 

SEE ALSO. 
Tonablv VLF Comparator, p. 8 

Fig. 2. Typical recording made hy VLF Comparator 
showing comparison between electronic counter ttn?> 

it or and WWVB* Horizontal scale is I hr. per major 
division, retinal scale is 1 \ psec per minor division. Slope 
of trace shows phase change of I fs&ec between 9:00 A M 
and 12 00 \. t equivalent ta frequency offset of I part in 
10'\ Change in slope after 12:00 N, represents oscillator 
drift, Periodic "pukes'* result from oncc-an-hoiir 45 
phase shift provided in WWVB carrier for identification. 



rn 

1 he remarkable improvements made in fre- 
quency control during the last decade have neces- 
sitated commensurate improvements in the art of 
frequency calibration. Such improvements have 
been made possible hy the transmission of phase- 
stable low- frequency radio waves by the National 
Bureau of Standards on stations WWVB (<>0 kc) 
and WWVL (20 kc). These transmissions are 
capable of yielding comparison precisions as high 
as a few parts in I0 1 -' within the continental l.S. 

Establishment of the NBS low-frequency 
standard broadcasts suggested the possibility of a 
simplified comparator system for relating local fre- 
quency standards to the U.S. Frequency Stand- 
ard Such a system has recently been designed 
in the form of a VLF Comparator for use with 
WWVB. This is a simplified system intended for 
calibrating high quality frequency standards or 
for monitoring atomic frequency standards with 
respect to the United States Frequency Standard. 

The essential function of the VLF Comparator 
is to make accurate measurements of the phase 
difference between the 60 kc WWVB carrier and 
a stable local frequency. The phase difference 
measured in microseconds is automatically plotted 
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Fig, 3. Hewlett-Packard Model It? A VLF Phase Comparator. 



on a built-in strips hari ler, pro- 

tng a record ol thr Frequency offset 
■ »l the local standard oscillator as 
shown in the typical record of Fig, 2. 
Fhe trace is easily evaluated with 
transparent templates, supplied with 
the instrument, that relate the ^\**\*r 
of the recordei trace 10 the Ereqm 
offsei (see Fig. <>j- Comparison accura* 
eies of bettei than I pari in 10 have 
been achieved with the system. 

The VI. K Compiiratui is a complete 
em (exclusive of local standard) 
which consists in one package o\ a 
receiver, an electronic servocon trolled 
oscillatoi whnli Functions as a n&ttoyt 
band tracking filter, a linear phase 
comparator, and a sti ip char I i 
.ill shown in the simplified block dia- 
gram <>i Fig, I. V loop antenna and 
100 Feet ol lead-in cable are included 
with the system. 

SYSTEM DETAILS 

A more detailed block diagram oi 
the Gomparatoi is shown u\ Fig 5, The 



- om pari son actually i> made be- 
tween ihe local standard Ami a servo- 
controlled crystal oscillator, which 
is a nai king filter For the re- 
ceived u\v\li &Q-fe« carrier. The re- 
corder [j lots the results of the phase 
comparison with a resolution of better 
than I jjtsec phase difference to sh«»w 



the frequency offset of the hual fre- 
quent \ standard. 

As .i tracking filter, the servocon 
trolled oscillator avt nd smooths 

an] short-term variations in the re- 
ceived WWVB signal, rhe oscillatoi 
Erequenc) is locked to the received 
signal l>\ i phase detector which con- 
trols a voltage vai iabJe capa< itoi in the 
i -i illator tuning t in uit Thecxu illatoi 
output i- ' i tmpareel iti phase i<* the re- 
ceived 60-kc signal ;tt lei transforma- 
tion from 100 k< to 60 kt by i 5-tod 
divider and a < H multiplier. 

The output oi the servcKon trolled 
oscillatoi itself ma) be used as ,i fre- 
quency standard, although there 

onal tonosphei i< effe< ts that .if 
hi i the phase stability ol the received 
LI radio signal and may reduce the 
stab i lit) i>i the servo-controlled osctl 
lator to a Few parts in 10*. 
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Fie, 4. Simplified diagram of -hp- Model 117 A VLF Comparator 
System. Recorder makes time plot of phase difference Between 
local frequency standard and received standard broadcast carrier* 



FREQUENCY CALIBRATION 
USING LF STANDARD BROADCASTS 



Low frequency standard broadcasts 
now provided by the National Bureau 
of Standards permit precise calibration 
of local frequency standards in a rela 
tively short time. High accuracy is pos- 
sible with these broadcasts because LF 
waves propagate principally as ground 
waves and thus have high phase stability 
at the receiver 

Precision frequency comparisons can 
be made by measuring changes in 
phase over a period of time between 
the cycles of a locally-derived signal and 
those of a low frequency standard 
broadcast carrier. The frequency offset 
of the locally-generated signal with re* 



spect to the transmitted carrier then is 
equivalent to the rate of change in the 
phase difference (measured as a time 
interval); i.e., 

At/T = .if/f 

The VLF Comparator described in this 
article makes precise phase com pari 
sons between a 60-kc signal derived 
from a local frequency standard and 
the 60-kc carrier of the NBS standard 
frequency station WWVB. The instru- 
ment records the phase difference as a 
function of time on a self contained 
strip chart recorder and under labora- 
tory conditions the resolution of the 



recording is better than 1 *s*C of phase 
difference. The recording is easily inter- 
preted to show the offset of the local 
frequency standard with respect to the 
transmitted standard frequency, 

Comparisons made with this instru- 
ment over ten-day periods can yield ac- 
curacies of parts in 10 ■ provided, of 
course, that the local standard is of 
commensurate quality. Comparison ac- 
curacies of parts m 10 can be achieved 
easily in a comparison period of about 
an hour during times of low ionospheric 
activity, as commonly found during day- 
light hours. (See also a discussion of a 
tunable VLF Comparator on page S.) 
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Fig. 5. Blovk diagram of VLF Comparator System. 
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The local standard lOO-k< n 
quen< y* is i ompa red to i he i 1 ystal 
oscillator signal in the linear phase 
com para toi after division In 5 and 
multiple .it ion b) 3 to 60 k< . The phase 
comparison thus can he made -it 60 kc, 
foi a full scale 360 phase difference ol 
so , oi it < .in be in. nit 1 ai 20 kc 
to provide a full scale phase difference 

■ A 10-to-i divider Itiat permits tis# o* the Com 
parator witft a 1 Mt standard has been designed 
as a plug m option 



• >| 50 se< \ Eronl panel switi h sele< ts 

sired si ale* 

LINEAR PHASE COMPARATOR 

I Fu linear phase comparator is a 
Hip-flop 1 1 in i is turned on once a cycle 
h\ the local standard signal .md turned 

• »ll again h\ iht- phase! cm ked dm Ulator 
signal, as shown in Vig* 9, This a« tion 
generates .1 constant-amplitude rcr- 
tangular pulse train that has a rejje- 
tition rate equal to the comparison 
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Fig. f>. Transparent template simplifies reading of recorder trace. 
Template r elates slope of trace to freqm i lot til 

and W W VB signals. Template sh turn he'- te n-tth 1 6 - 

•a ale (phase differs nee in microsecondi ©/ record' 

ing). Similar Templates are used with ale. 



Frequency and a pulse width thai is 
determined by the relative phase differ- 
ence between die local standard and 
VVWVR. I hi* r\pe oj comparatoi has 
an output current thai varies linearly 
with respect to phase difference, 

I he output ol the linear < om para tor 
is applied to the recorder and also to 
two rear panel connectors, one foi use 
with galvanontetrt< re< orders and one 
i'nr potentiometrn recorders. The t om 
parator output is also applied to the 
front panel meter when the Function 
swiu h is in the Pfm 
position. 

RECORDER 

The snip chart recordei is a sam- 
pling de\i<e thai makes a dot on pres- 
sure-sensitive paper once everj 
seconds. The than speed is ] inch 
In nit so that the trace resembles a con 
tinuous line when the trace i> ni mod 
erate slope, 

LOOP ANTENNA 

I he standard antenna included with 
the system is « IS-tnch diameter loop 
housed in heavy aluminum tubing at- 
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taehed in a cast-aluminum box (Fig 
10), The ante an a loop wires are sc- 

< lire*! I j v fanned in pl.it e polyure! ! 

inside the tubing, and a pre<amplifiei 
is mounted on ihe waterprool box 
i over, 

effei live eler ni< al heigh I of the 
antenna is approximate!) K..6 centi- 
meters which, when multiplied l>\ i 
field strength oi on!) 60 tn-ii rovolts pel 
meter, delivers about I microvolt oi 
signal to the II7A. .1 signal level ade- 
quate [01 satisfactory operation (the 
field strength ai receiver sites within 
the continental United States usually 
amounts to hundreds of microvolts per 
meter). Although no attempt is made 
10 keep 1 he null in the figure N field 
pattern free of quadrature contamina- 
tion, there ma) be cases where orient- 
ing rhe antenna c an reduce ihe ellei 1 
ol man made inrerh rente without sen 
ouslv alharing ihe level o| rhe deshed 
signal, 

A push- 1 mi J J ampliliei UStng two 

Nuvtstor triodes serves ;is an active 
couple] between the high impedance 
resonant Loop and a magnetostrictive 

filler which drives the output tenni 



■^ 



Fig. H. Performance of VLF Comparator is shown by phase compari- 
son made between "atomic" frequency standard (~np~Model 50S0A 
Centum Beam Frequency Standard) and WWVH at Palo A it a, Calif. 
(900-mile path), Recorder scale in SO psec edge t*> edge. Steady trace 
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power ro rhe antenna, typically i»0 
mil I tamps at 85 y DC. \ 50-ohm cable 
nals. The Nuvistors, operated at greatly of an) length from fi 1 1 % 10 ruore than 



reduced voltages for long life expec* 

taiu y, have eMietnely linear t har.n lei 
istiis in tlie range oi voltages encoun 

hard 

The magnetostrictive filter, whith 
has a bandwidth oi on!) 50 cps, mini- 
mizes the possibility of blocking of rhe 
input amplifiers hv powerful transmit- 
ters on nearb) channels (extensive field 
testing ar — hp— shewed that ihU does 
happen with a wideband system). I he 



Fig. ia Linear phase comparator generates rectangular pulses at 
60 he which are integrated to provide dc signal for operation of 
ret order. Puts*- tridth. and thus de output, is proportional to 
phase difference between twat standard and internal phase h>r//d 
oscillator. 

tound to hi negligible during usually* ancy. Neithei a manual nor an auto : 

encountered temperature variations. matic gain control was found necessary 

Fhe lead in carries the signal to the or even useful since the circuitry is 

instrument and the operating DC phase-stable lot signal level changes 

mtuh greatei than those experienced 
in prat th i 

A simple signal -level detector pro- 
vides an tine alt bra ted indi< :ition ol the 



.1 thousand ieet may be used as :\ 
in. A balanced SOOnohm input is 
available [or those who mav wish to 
us*- othei tv pes ol antennas fot experi 
ments 

RECEIVER CIRCUITS 

The carrier amplifier at the input 
to the Comparator uses three Nuvistoi 
ret rode stages synchronously tuned 
wiih a bandwidth oi 1' k< and a gain 



small I em pel attire-dependent phase nf more thim I L'O dh. Here again, volt- 
shift introduced hv the filter has been ages are kept low For Jour life expect 




Fig. 7. Link between house frequency standards and 
<nl standards is provided by VLF Comparator 
(top) shown here WtlH -hp— Model J 07 Bit (J 
Oseitlator. 



presence of the carriei and also shou* 
if lading occurs. The signal level can 
be monitored by the trout panel metei 
or by an external ret order iluou^h ;t 
telephone ja< k provided on the reai 
panel 

THE TRACKING FILTER 

When NBS announced plans for 
higher power transmission from 
WWVB (and WWVL),ii wasproposed 
t hat .i servo-con t rolled oscillator hav- 
ing an integration time ol I to 2 
orals and a bandwidth of aboui 1 cps 
would l>e adequate ;b * tracking filler 
for continental I'. S. reception, pro* 
vided dun ttre LF 01 VLFi arriers were 
Hinrinuoush transmitted. J he use of 
>u« h a tracking fihei makes the system 
ail automatically-tuned receiver wiih 

iband ol less than 1 cps, a highly 
desirable lecture lot discriminating 
against the high noise levels encoun* 
tered ai LF and VLF frequencies, R<> 
liable operation ol this system has been 
verified h\ an extensive field-testing 

.011. 
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en 5:30 A.M, and 8:00 P M, white entire propagation path r,s in 

high stability <>/ daylight signal Comparisons are not 

at night hi ionosphere changes which affect 

phase of received signal, as shown hy SO-psec shifts at sunrise and 

sunset, 



I he tracking filtei ^ shown in Fig. 
11, it is well known chat u very narrow- 
b.iml tracking Bltei tan be realized 
with this type ol phase-iocked oscil- 
lator. The integratoi in ihe Feedback 
loop i reates a set ond ordet system that 
has no significant phase erroi in the 
steady state and has the outstanding 
advantage thai it cm be made with 
simple resistive and capacitive com 
ponents, The operational amplifier 
[unction is easily lulfilled by a single 
luglcmu Nuvistor, five resistors, and a 
capon itor, temperature variations can- 
not change i he values of these com- 
ponents in such a way as to cause the 
centei frequencj to shift significantly. 
The ouipui oi the phase dete* tor is 
zero volts only when the6CMu voltages 
are exactly the same hrequenc) and 90° 
apart in phase. Any phase deviation 
causes an output which is integrated 
bv the operational amplifier and ap- 
plied to the volume con i rolled oscil- 
I no) in the proper direction to restore 
the 90 phase relation between the tiO- 
kt phase detector inputs. 

I be quartz crystal is a room-temper- 
attire N I h ui requiring no warm up, 
which allows the Comparator to start 
making phase records in just a few 
minutes atier itimmi. The degree of 
crystal frequency pulling due to sei\*> 



control tan be seen on the panel meter 
when the Function switch is in the 
Lock Adjust position, which 
shows i lie voltage output ol the phase 
detector. A reading ol 20 on the -50 
scale indicates that the free-running 
crystal Frequency is tracking VVVWB 
with little or no servo pulling, Any 
reading in the "green" area between 
10 and 40, however, provides phase 
tracking with no detectable phase 
[i roi . 

I he transient response ol the track- 
ing hhei is shown in Kig. 12. Qlis is 
a plot ol ihe voltage ai the \ 
controlled reactance in response to ;i 
step change in the oscillator tuning 
capa< itance- 1 he overall time constant 
ol the response 1 1 n< j i final) 

is ab< iut 1 sc( ond, 

VLF RECEPTION 

The received phase-st ability ol \ II 
radio waves is affected l>\ the iono- 
sphere. When the effective ionosphere 
height and electron denMt\ profile re- 
main constant, a* is usually ihe ca>e 
during the time that the entire propa- 
gation path is in daylight, the apparent 
received phase-stabiltt) and field irt 
tensit) are correspondingly constant. 

Occasionally, daytime ionosphere 
activity does occui and must be \a 



TABLE 1 INCREMENTAL PHASE JUMPS (IN MICROSECONDS) POSSIBLE 
FOLLOWING A TtMHCJHAWY IN 1 1 HHUPTION IN SIGNALS OR POWER, 



Scale 

Calibration 


Interrupted 
Signal 


Interrupted 
AC Power 


Interrupted 
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WWVB WWVL 


wwva wwvl 


WWVB WWVL 


50 ^.sec 

sec 
10 ^sec 


lb - No change 
No change — 

. — No change 


10 10 

3-V, — 

No change 


3 10 

— 
No change 



ogni/ed foi proper evaluation ol the 
data records, II fading during daylight 
should occur, it is a certain indication 
that ionosphere disturbances are tak- 
tie and these are likeh hi l>c 
accompanied b\ apparent received 
phase-instabilities. The maximum 
erroi attributable to ionosphere dis- 
turbances experienced u Palo Ahoon 
WWVB has been aboul I • 10 V- 
occurred during November, I%3. Rec- 
ords made at Hewlett-Packard Com- 
pany in Palo A ho. however, show thai 
days "i unstable i nspheru condi- 
tions are in the minority and that 

can expect io he- able n> work in the 
range between I - 10 '• and I - in 

I the time. Where inter* ontinen- 
iiil phase comparisons are concerned^ 
on the other hand, it is questionable 
whether * ompai [sons ac< m at ies ol bei 
rr i than 1 part in I<> can be achieved 
since the propagation paih seldom is 
totally in daylight, 

Another helpful method ol detei 
mining an u: nds upon a hm l\ 

good knowledge ol the behavior oi 
one's own local standard, I lit nature 
i i\ iging quart/ standards and ol ion<> 
sphere phase anomalies are sufficient!) 
unlike to be distinguishable. * >n« e the 
aging rate of the local standard has 
been determined, it can be removed 
from the phase records wiih reasonable 
ace mac \ r 

Discontinuities in the recorded 
phase difference rh.u i.ui result from 
signal oi powei interruptions an 
diowti in i.thle I. lsu;il[\. there is no 
gtKMl reason to make records overnight 



A VLF Comparator modified for use *ith WWVL at 20 he is amiable, 
although the 20-fcc transmissions are stMl considered lo be on an 
experimental basis 




Fig. 10. Weatherproof tint* una used with 
Comparator System, 
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Fig, 1-- Response of p hase -lock loop to 
simulated step change m oscillator fre- 
quency. Oscillogram sweep speed is 2 
see/ cm . 

if in was demonstrated b) a several-day 
test hi which an -hp- Model 5060 V 
Cesium Beam Frequency Standard was 
compared with WWVB. The tesi thus 
provided a comparison of i no very 
high stability frequency sources to 
show the capability of ilie VLF corn* 
parison technique, Corrections from 
NRS were applied and the following 
results obtained: 



Olfsr-I \s 

\\ AVV 11 
H<!a\s -HxHP- 
I2daVs ■M.SSXM 1 



Mllsrl v* 

uuvi. mem 

+ ■■>. I" ! h-l:x lo 1L " 

-KVhxiu IJ + ir>xiiv 



The period ol measurement was Erom 
5-13-64 to 5 85*61 

READING THE CHART 
I he n-nt] Mates (Fig. 6) supplied with 
each Comparator enable interpreta- 
tion oi the slope ol the recorded trace 
in terms of frequency ollset of the \tn al 



Fir. 1 L Tracking filter is formed by phase -lock 
loop with in teg rut or in feedback too p. 

for calibrating local standards sun e the during MarchJDG I- I he Quarts < >s< 11- 

phase stability ol \\ U \ K in daylight lator was turned mi aboul noon oi 

hours is much better than it is between March 20 .nul ai noon \hinh 'J.) tin 

dusk and dawn. I he exception occuts Fr^quenq error was read as f I ■ 10 

when one wishes to collect continuous with tile frequency ollset templat 

data over many days in order to achieve coarse correction was made. \i I |0 

a precision greater than thai obtain- p.m. the frequency offset was again 

able in a single working day, In this measured and corrected h\ A x lu '. 

ease, the Comparator should uoi be A final correction was made ai 5:00 

turned ofl nor should the local stand- p.m. Similai corrections Were made 

art! be disconnected. during the next four days (WWVB 

II one attempts to make coherent was broadcasting six hours a day at 

records against WWVB over many days the time and was oil the air compleu \) 

lime, ii is likely that the phenomenon on March _h. The correi tidn made at 

ol an integral number oi advancing or noon ol March 25 brotighi the Quartz 

retarding Full 850 degree phase shifts OseHlatoi to within I ■ lu '- ol the 

ma\ be recorded. Full cycle phase rota- tJSFS alter only four days of intermit- 

t tons during diurnal phase shifts have tern broadt uui\ remarkable 

been noted b) many observers at many performance when one recalls the 

frequencies, V 360 phase shift at 60 months. ii effori required to approach standard. When the frequency offsei is 

fcc moves the recorder trace lr»L>, iM l this precision by means *•' HF time less than thai convenient!) measured 

whii h would appeal as a loss ol coher- signals with the template, it can easily be cal- 

ence on die SO-jitse* scale. The obvious The ver) high comparison accuraq ailated using the Faci thai there ar< 

wa\ to avoid this is to use the l«> J - possible with this VLF comparison sys* close to 10 f0 microseconds in a S-houi 

tibial ii in when making measure- 
ments for periods ol lime longer than 
one working day, The fact that such 
phase shifts take place certainly creates 
a problem for an) kind ol timing or 
accumulating system which attempts 
to use the VLF radio wave itself, in- 
stead of a tarefulh -maintained local 
standard, 

TYPICAL PERFORMANCE 

As an example ol whai can be ac- 
complished in a few days oi intermit- 
tent broadcasting. Fig. 11 shows t hc- 

. . , ., . . FREQUENCY CKC) 
phase record Ol a Hewlett-Pat kani 

U^U m7\D a t\ ii L , «, i Fi- 13, Interference rejection of -hp- Model 117 A VLF Com- 

Model 107AR nu.m/ ( to illator made parator. Ordinate represent* power L-et of interfering ^nal in 

bv a VLF ComparatOI at the IEEE db above WW ewed signal level. Interference having fre- 

Convention in the New York Coliseum quency and "'"^'^^^tf'^^VC "° "' 1 "' t "" " p,ral " J " 
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Fig. 14. Records made nhitr putting r- taudard into operation 



pci tod rhc crroi \ in parts ol I0 IC 
i% thi ii 

N \ mi< rosei oncls _ .it 
TiF~ ~ ;'» hours ~T~ 

Iht- fractional time erroi thus deter 
mineti is, ol course, the same as the 
fru< tional frequent * ei h»i 
At Jj 
I ■ i 
I he st< ■:■■ ■ - *j- - 1 ■ ■ tii i\ 

the frequcru v difference I" 
two Input frequencies, sirtre its dimen- 
sions are d<£ *Ii. The derivative ol the 
slope ol the phase recording is fre 
quenc) ihiir and undei conditions ol 
stable propagation can be attributed 
to the local standard. 

I i u ih \ offsets, in die 

range ol .* Irw parts in 10 
parts' in 10* j he ' itne between r< orded 
dots on the uiic ros< i ond si ale is um-Iu! 

u tional frequenq 
calculations The following example 
illustrates: 

DESIGN LEADER 




DEXTER HARTKE 

De*ter Hartke joined Hewlett-Packard 
m 1950 following graduation (B5EE) 
from the University of California where 
he was a member of Tau Beta Pi and 



Referring to the fn^i houi *t\ the 
\*>] k. 111 1 ( Convention 
ol March 21, 1964 (Fig I I), the m 
time between «li»r> |u>i before \2Mi 
noun wtes d« terminetl to be - I 
pei mi nine (from \1 to \H is M 
IK minutes); i h is [) yields 

1.1 X 10 
[uem j "!■ 
I fniess enough dots are made to posi 
tivet) define ■■ readable slope, i" 
ter u* measure the beal frequency U\ 
counting < . < onl panel 

meter Un a measured period «>i time 
while the Mfff i Function s\w\i h w \vi 
Compel tAoti, 
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Eta Kappa No* At -hp- he has had a 
long association with frequency and 
time measuring instruments, beginning 
with the -hp- Models 5I2A and 512B 
heterodyne frequency converters for the 
524A 10'Mc Counter, and the later plug- 
in versions for the 524B/C/D and 52451 
Counters. He also worked on the 524B 
Counter and the 2 ISA Digital Delay Gen 
erator and was Project Leader for the 
54QA/B Transfer Oscillators, Since 1958 
he has been concerned exclusively with 
frequency and time calibrating equip 
ment, being responsible for the I13A 
and 115A/B/C Frequency Divider and 
Clocks, the 724 A/ B and 725© Standby 
Power Supplies, and now the 1I7A VLF 
Comparator. 



SPECIFICATIONS 

MOOEt 1 1 7 A 
VtF COMPARATOR 

INPUT FREQUENCY: 60 kc iWWVFJ Carrier) 

SENSITIVITY: 1 ^v rms into 50".* (adequate 
for daylight reception anywhere in conti 
nental U. $.). 

LOCAL STANDARD INPUT: 100 kc r 1 v rms 
«nto 3 k 1 .: (additional divider to accept J Mc 
available at extra costs. 

WOkc PHASE-LOCKED OUTPUT: 5-volt posi- 
tive rectangular pulses Fntfl 

RECORDER OUTPUTS: Phase Compar>son and 
Relative Signal Strength: 1 ma dc into 
1400U and 1 00 mv do from ZOOOti. 

OVERALL PHASE STABILITY; J „sec 0-50'C, 

CHART WIDTH: 50 /ascc or 16^, /isec, selected 
by from panel switch 

CHART SPEED: I Inch/hour l6 and 12 In 
hour available upon reqm.' 

METER READINGS: Three switch positions: 1 
Relative signal level, 2, Phase comparison, 
calibrated scales 50 #* full scale and 
16-f'* >iS full scale 3 Phase lock; indi 
cated range insures negligible phase error 
In phase lacked oscillator 

ADJUSTMENTS: Front panel screwdriver con- 
trol adjusts free running frequency of volt- 
age controlled oscill.iior to compensate fof 
crystal aging and to achieve optimum 
phase lock over temperature range 0-50 *C 
Three adjustments on rear panel make full 
scale calibration adjustment of trrtfl 
c order, internal meter, and external galva- 
nometer recorder for phase comparison 

DIMENSIONS: Nominally 3» ; inches high. 
Ife^i inches wide, ll'i inches deep behind 
front panel. 

WEIGHT: 

117A: 20 lbs. [9.1 kg;, net 

22 ' shipping 

Antenna: 12 5 lbs {5.7 kg) net, 
2J lbs 9.5 kgl shipping, 

POWER; US or 230 volts : 10%. 60 
40 a 

STORAGE TEMPERATURE: -50* to - 75* C. 
OPERATING TEMPERATURE: u-50'C. 
ACCESSORIES (included): 

CHART RECORDER Amprobe Model D3BI 

.nt*.'d >n Compar •.: 
LOOP ANTENNA Hhp- 10509A>: Antenna is 
43 inches < 1 09 cm) in diameter una 
mounts on J inch pipe thread. Operating 
temperature: -60* to • 8Q*C. 
COAXIAL LEAD IN CABLE -hp- I05I2A) 
50 ohm. BMC BNC connectors. 100 feet 
[30.5 m> long 
PRICE: hp- II7A with 105fJ9A antenna pre 
Amp and !051?A lead in cable. Si J 50.00 
Prices f o.b, factory. 
Data subject to change without notice 
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TrQC€ Wade hy Dymec tunable VLF Comparator whit*' chei h 
trig quartz oscillator aMainsl Nary station NBA (24 kc) in 
Panama (3300 mite path). Chart sealt is fQQ v&ec phase differ- 
ence edge to edge* Slope of 2 psecfhr between S A.M. and 



I P.M. shows oscillator frequency offset of 5.5 parts in 10' . 
Change occurring at 4*30 P.M .. t haracterwtU <>} all VLF trans 

missions , is thu trial shift ettusett hy nitfht <ttnir ionosphere 

ehanges 



For frequency comparisons that must 
be made over distances in excess of 
2000 miles, VLF transmissions in the 
14-30 he band are advantageous be- 
cause of their reliable reception and 
phase stability at long ranges. What is 
more, this frequency range makes avail 
abfe severaf different transmissions of- 
fered by the U, S. Navy, the National 
Bureau of Standards, and the British 
Post Office for comparison work, provid- 
ing coverage over most of the earth s 
surface. For this purpose, the Dymec 
Division of Hewlett Packard has de. 
signed a tunable VLF Comparator that 
tunes in 100-cps steps from 14 to 30 kc. 
The Comparator can be quickly changed 
to another channel in case a particular 
transmission becomes unusable because 
of propagation changes or because of 
intermittent scheduling. It works with 
VLF stations up to 6000 miles distant; 

The Dymec tunable VLF Comparator 
plots the pbase difference between the 
received signal and local standard oscil 
lator in much the same manner as the 
— hp- 117A VLF Phase Comparator de- 
scribed in this issue. The techniques for 
deriving the phase difference, however, 
are entirely different in order to permit 
tuning. 

The tunable VLF Comparator uses 
frequency synthesis techniques to trans- 
late the 100-kc local standard signal to 
the same frequency to which the rn 
strument is tuned and then processes 
the synthesrzed and received signals 
through identical IF channels to the 
phase comparator. The voltage output 
of the phase comparator controls a 
servo-driven phase shifter that phase 
shifts the reference 100 kc signal from 
the external frequency standard to 
maintain the received and synthesized 





J 



signals in phase. The built in recorder 
plots the position of the phase-shifter 
to provide the record of phase differ 
ence. The accumulated phase difference 
is also displayed on a digital readout. 
tn addition, the instrument has an IF 
output and a monitor loudspeaker for 
telegraphic communications and for 
time-tick synchronization of clocks. 

The tunable VLF Comparator has high 
sensitivity (0.1 /<v) and operates in the 
presence of strong interfering signals or 
noisy environments, making it well 
suited for use with mobile or shipborne 
frequency standards. The completely 
transistorized instrument operates from 
ac fine power or it can operate with 
batteries (24—30 v) with optional spring 
driven chart drives. 

—Albert Btnjaminian tmd 
Cleabcrrt Rtggmt 
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BRIEF SPECIFIC Alt QMS 

DYMEC 

MODEL Dr -2365B 

VIF PHASE COMPARATOR 

FREQUENCY RANGE: 14.0 to 300 he ta 100 

cpi steps 
SIGNAL LEVEL RANGE; 100 db with switched 

attenuator (60 db in IQdb steps) and age 

'40 db at input compressed ta 6 db at IF), 
IF SELECTIVITY: At least 15 db rejection at 

adjacent channel ilQO cps from selected! 

ch.jnnelj; tolerates additional 15 db of inter 

ference without affecting phase ir^eKing 

fon ptiH*? - 1 '« 
SERVO TIME-CONSTANT: 30 to 60 seconds 
IF CARRIER OUTPUT: 3 1 kc, to 1 v into 

600 ohm. Bandwidth selected by front panel 

switch. 75 or 200 cps 
POWER REQUIRED: 115 or 230 v ~ 10 . 60 

cps. 40 w^tts 

?4 lo 30 v dc. 7 amp (spring driven ch^rt 

drive needed 1 tot battery operation^ 
PRICE: Model DY 23658 VLF Phase Compara 

tor (without antenna): 54975.00 

DYMEC DIVISION 
HEWLETT PACKARD CO. 
^ Mill Road. PaFn Alto. Calif 

Prices fob Palo Afto, Calif 

D.hT^i subject to change without notice 
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